Data from global positioning system (GPS) ground-based receivers, ground-based microwave radiometers (MWRs), and radiosondes (RS) at two high-latitude sites were compared. At one site, the North Slope of Alaska (NSA), Barrow, Alaska (USA), the instruments were co-located, while at the other site, the second ARM Mobile Facility (AMF2), Hyytiälä, Finland, the GPS receiver was located about 20 km away from the MWRs and RS. Differences between the GPS-derived integrated water vapor (IWV) and the other three instruments were analyzed in terms of mean differences and standard deviation. A comparison of co-located and near-located independently calibrated instruments allowed us to isolate issues that may be specific to a single system and, to some extent, to isolate the effects of the distance between the GPS receiver and the remaining instruments. The results showed that at these two high-latitude sites, when the IWV was less than 15 kg/m 2 , the GPS agreed with other instruments within 0.5-0.7 kg/m 2 . When the variability of water vapor was higher, mostly in the summer months, the GPS agreed with other instruments within 0.8-1 kg/m 2 . The total random uncertainty between the GPS and the other systems was of the order of 0.6-1 kg/m 2 and was the dominant effect when the IWV was higher than 15 kg/m 2 . a very-long-baseline interferometry (VLBI) radio telescope [5] , and numerical weather prediction models [6] [7] [8] . From a statistical point of view, intercomparison analyses have highlighted discrepancies in terms of systematic errors (bias) and random errors (standard deviation, SD). These discrepancies can be attributed to climatic conditions, the length of observations, and characteristics of the instruments such as instrumental errors, the volume sampled, sensitivity, and the sampling time as well as to water vapor retrieval algorithms.
Introduction
Although water vapor accounts for only about 0.25% of the total mass of the atmosphere, it determines most of the earth's energy budget and large-scale circulation [1] . This critical and fundamental tropospheric component affects cloud distributions, storm initiation, and heat transport from the surface to upper layers, and it is therefore relevant for the thermodynamic properties of the entire atmosphere. Therefore, knowledge of the spatial and temporal distribution of water vapor is important for a variety of applications. Since about 1930, regular observations of moisture profiles have been possible thanks to the radiosonde (RS), and today a variety of instruments monitor water vapor at various temporal and spatial scales. Among these techniques, global positioning system (GPS) observations are of high relevance, and there has been a fast growth of ground network receivers (arranged into regional or global networks), making GPS crucial for water vapor monitoring. The estimate of integrated water vapor (IWV) from a GPS is possible thanks to the linear relationship between the zenith wet delay (ZWD) and the IWV present in the volume of atmosphere traversed by the signal from space to the ground receiver. Several studies conducted in various climatic regions of the earth have evidenced weaknesses and strengths of the GPS by comparing GPS measurements to measurements from RS, multichannel microwave radiometers (MWRs) [2] [3] [4] , The time sampling is also different. The 2C samples have alternating faster zenith sampling (every 20 s) during cloudy conditions, with sampling every ~50 s during clear-sky conditions. The 3C collects zenith observations at 10-s intervals and performs tip scans at regular intervals of about 10 min. The most important difference, however, is the presence of the 89-GHz channel, which increases the 3C sensitivity to water vapor and cloud liquid water, making it a good instrument for locations at high latitudes. A detailed description of the radiometers and their calibration is given in the work of Cadeddu et al. [21] . Although the random uncertainty of the radiometric brightness temperature (BT) is expected to be very low, on the order of 0.1 K, there are other factors that can affect the accuracy of long-term measurements. Drifts in the noise diode, as well as thermal effects on the radiometric components that are not thermally stabilized, can introduce seasonal and diurnal biases. This will be discussed in Section 3, where it will be shown that the inferior thermal stabilization of the 2C radiometer at the AMF2, compared to the north slope of Alaska (NSA), results in a temperature dependence of the mean differences between the 2C and the GPS. The 2C and 3C differ in their thermal stabilization and in how they handle the correction of residual temperature effects on the calibration. Additional biases can be introduced in the calculation of the opacity by the estimation of the mean radiating temperatures used in the tip calibration. The ARM radiometers are calibrated a b The time sampling is also different. The 2C samples have alternating faster zenith sampling (every 20 s) during cloudy conditions, with sampling every~50 s during clear-sky conditions. The 3C collects zenith observations at 10-s intervals and performs tip scans at regular intervals of about 10 min. The most important difference, however, is the presence of the 89-GHz channel, which increases the 3C sensitivity to water vapor and cloud liquid water, making it a good instrument for locations at high latitudes. A detailed description of the radiometers and their calibration is given in the work of Cadeddu et al. [21] . Although the random uncertainty of the radiometric brightness temperature (B T ) is expected to be very low, on the order of 0.1 K, there are other factors that can affect the accuracy of long-term measurements. Drifts in the noise diode, as well as thermal effects on the radiometric components that are not thermally stabilized, can introduce seasonal and diurnal biases. This will be discussed in Section 3, where it will be shown that the inferior thermal stabilization of the 2C radiometer at the AMF2, compared to the north slope of Alaska (NSA), results in a temperature dependence of the mean differences between the 2C and the GPS. The 2C and 3C differ in their thermal stabilization and in how they handle the correction of residual temperature effects on the calibration. Additional biases can Remote Sens. 2019, 11, 2130 4 of 18 be introduced in the calculation of the opacity by the estimation of the mean radiating temperatures used in the tip calibration. The ARM radiometers are calibrated with a high degree of confidence and are expected to have a measurement root mean square error (RMSE) of around 0.3 K in the K-band and 0.5 K in the W-band (89 GHz). Based on the calibration accuracy and the sensitivity of each channel to water vapor, the nominal uncertainty in retrieved IWV from the two-channel radiometer is expected to be 0.5 kg/m 2 ; however, with the addition of the higher frequency, it is possible to reduce the IWV uncertainty to about 0.4 kg/m 2 [22] . Although the ARM program provides routine retrievals of IWV and liquid water paths, statistical retrievals at the mobile facilities are less robust than those provided at the fixed sites (e.g., NSA) because the retrieval coefficients are usually derived using radiosondes launched during the campaign. For the BAEEC campaign, the RMSE for the IWV reported in the data files was~0.80 kg/m 2 compared to 0.63 kg/m 2 reported for the NSA site. For this reason, a specific retrieval algorithm that uses 12 years of radiosonde data was developed for water vapor at the AMF2.
For this purpose, several regression algorithms were tested by using opacities τ(f i ) (in neper, Np) and brightness temperatures B T (f i ) (in degrees kelvin) at the sampled operative MWR channel frequencies (f i ) as predictors. The algorithms use various polynomial combinations of the predictors, and different computations of the mean radiating temperature as a function of surface parameters [2, 23, 24] were investigated to calculate the predictor τ(f i ). Retrieval coefficients were derived using a long-term RS database collected in Jyväskylä (Finland), and the performances of the selected algorithms were compared. The Jyväskylä database encompasses 12 years (2003-2014) of RS profiles about 90 km away from the ARM AMF2 site. Based on data from the National Aeronautics and Space Administration (NASA) Advanced Spaceborne Thermal Emission and Reflection Radiometer (ASTER) Global Digital Elevation Model (GDEM), which has an estimated accuracy of~15 m, the two sites are at the same elevation within 10 m, and therefore no corrections were applied to the radiosonde in the database. All simulations were carried out by applying the radiative transfer equation, together with a cloud model, to the RS database [25, 26] . In this way, the retrieval coefficients accounted for the sensitivity to liquid water of all three channels. The retrieval algorithm based on a linear combination of B T (f i ) was found to give the best agreement with the RS IWV in the testing subset of profiles, with a relatively small SD of 0.72 kg/m 2 and a correlation coefficient of 0.997. This algorithm, based on brightness temperature (Equation (1)), was therefore chosen to retrieve IWV from the AMF2 site measurements used in the next section:
where n is the number of radiometric frequency channels (n = 3 for the 3C and n = 2 for the 2C), and a 0 , b j represent the computed linear inversion coefficients. The linear relationship of IWV to B T holds for the very low B T temperatures corresponding to the low IWV values found in the Arctic. As IWV increases, linearity holds with atmospheric opacities [24] . Although the radiometer retrievals are trained using a large radiosonde database, they are independent from the radiosondes because of the high sensitivity of the radiometer itself to the IWV. Radiometric calibration is the main factor that can affect the accuracy of the retrieved IWV. During the BAECC research campaign, atmospheric profiles were collected by RS, Vaisala Model RS92, four times per day (at 05:00, 11:00, 17:00, and 23:00 UTC) near the MWR stations. The performance of the RS92 humidity sensor has been the subject of several investigations [19, 27, 28] . In particular, Wang and Zhang [27] have observed that RS92 profiles can be affected by solar radiation dry bias (dependent on pressure, season, and time of day), which requires a relative humidity correction. RS dry bias has been extensively documented, e.g., by Miloshevich [19] , who estimated a precision of about 5% for the RS-derived IWV; and by Cady-Pereira et al. [28] , who proposed a correction dependent on the solar zenith angle. More recently, Wang et al. [29] proposed corrections of the order of 2% to 4% in the lower mid-troposphere and 6% to 8% in the upper troposphere. The radiosonde data used in this study were downloaded from the ARM Archive. The data were processed using the Vaisala-provided algorithm. The vertical resolution of the profile is 10 m, and the profiles usually end at a height of 20-25 km. ARM data are quality-controlled, as explained in Peppler et al. [30, 31] , and quality control flags are applied to the data. Finally, a dry bias correction was applied to the RS data, as discussed in Section 3.3.
GPS-Derived IWV Data
The Zenith Total Delay (ZTD) by the neutral atmosphere, can be expressed as the sum of two components: zenith hydrostatic delay (ZHD) due to hydrostatic gases (mainly oxygen) and zenith wet delay (ZWD) due to water vapor. In this work, ZTD is used to derive ZWD, which is, in turn, related to the atmospheric IWV according to Equation (2):
The ZHD used in Equation (2) can be accurately modeled from knowledge of the total surface air pressure, latitude, and altitude of the GPS ground-receiver station above the geoid [32, 33] . The error introduced by assuming hydrostatic equilibrium is typically of the order of 0.01%, which corresponds to a submillimeter accuracy in the zenith delay. Nevertheless, under extreme conditions, it can amount to several millimeters [4] . The uncertainty in the calculation of ZHD is mainly due to uncertainty in surface pressure, the refractive constant, and the dry gas constant [33] . An error in the surface pressure of 1 hPa will lead to a 2.3-mm error in the ZHD and about 0.35 kg/m 2 in the IWV [34] . Because a pressure sensor is not available at the GPS site, the ZHD was computed using the air pressure provided by a meteorological ground station located at the AMF2 site. Based on ASTER GDEM data, the difference in elevation between Orivesi and AMF2 at Hyytiälä is less than 10 m. This broadly results in a pressure difference of~1 hPa. Assuming that the wet path delay is entirely due to the amount of water vapor traversed by the signal, the IWV can be computed from the ZWD via a dimensionless conversion factor π (see, e.g., Reference [35] ), as shown in Equation (3):
As can be seen from Equations (2) and (3), uncertainties in GPS-derived IWV arise from uncertainties in ZTD processing as well as uncertainties in π and ZHD. Ning et al. [18, 34] assessed that, because the ZHD can be estimated fairly accurately, ZTD processing contributes about 75% to the total IWV uncertainty. The dimensionless factor π is a function of various physical constants and of the weighted mean atmospheric temperature (T m ) [35] . T m is commonly computed from surface air temperature using a linear regression [36] with an RMSE of 2-5 K. T m is generally site-dependent and varies seasonally and diurnally [35] . An alternative approach for estimating π consists of deriving a linear regression between IWV and ZWD, making use of a historical database of radio soundings from which both parameters can be computed [36] . Applying this approach, monthly averages of π were calculated for use in Equation (3). The large RS database collected in Jyväskylä that was used to derive the radiometric coefficients (as described in Section 2.1) was also used to compute the ZWD and IWV associated with each profile. As expected, the calculated π displayed a seasonal variability, with a maximum value in July (0.158) and a minimum value in February (0.148). In order to evaluate the impact of the conversion factor π on the uncertainty of GPS IWV, the contribution of π to the IWV uncertainty is evaluated as
where σ π is the monthly calculated SD of the conversion factor, and ZWD is the monthly averaged ZWD. To express this uncertainty as a percent, σ IWV can be divided by the monthly mean IWV. The resulting IWV uncertainty varied from 1.15% (July) to 1.83% (February) and was lower than the 2.8% error obtained when using a single annual value, as shown in Table 1 . The use of monthly values leads to a reduction in the IWV uncertainty of between 34% and 58%, depending on the month. This method seems to fit well the climatic conditions of the investigated observations, introducing low relative errors in the GPS-derived IWV [36] . All of the uncertainties mentioned above, with additional factors due to multipath effects [37] , contribute to the total uncertainty of the GPS-derived IWV. As mentioned earlier, at the AMF2 site, the GPS ground-based receiver was located 20 km away from the other instruments. The GPS data were obtained by the Finnish Geodetic Institute and the National Land Survey of Finland as Receiver INdependent EXchange format (RINEX) files and processed in Precise Point Positioning [38] mode using the Global Navigation Satellite System (GNSS)-Inferred Positioning System and Orbit Analysis Simulation Software package GIPSY-OASIS II [39] , with a cut-off angle of 3 • . We fixed Jet Propulsion Laboratory (JPL) fiducial-free satellite orbits, clocks, and earth orientation parameters and state-of-the-art processing options to estimate ZTD with a 5-min sampling [40, 41] . The Vienna mapping function [42] was applied to the delay of the signal along each satellite-receiver path in order to map it into the zenith direction. Table 1 . Statistical uncertainty of the global positioning system (GPS)-derived integrated water vapor (IWV) due to the conversion factor (π) expressed as a percent of the average monthly water vapor content. 
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Instrumentation at the North Slope of Alaska
The ARM Program maintains a suite of instruments at the north slope of Alaska (NSA) site, located in Barrow, Alaska [43] . In this work, data from two MWRs, a GPS, and an RS, collected in 2014, were used ( Figure 1 , right panel). The first microwave radiometer was a 2-channel system (2C) identical to the one described in Section 2.1. ARM NSA IWV routine retrievals from the 2C are derived from atmospheric opacities as predictors in a linear regression. The second radiometer was the G-band vapor radiometer profiler (GVRP), which has 15 channels between 170 and 183.3 GHz and is suited for the retrieval of small amounts of water vapor. Because the frequencies saturate quickly as the IWV increases, the range of operability of the radiometer is restricted to IWV < 10 kg/m 2 . The optimal IWV for the GVRP operation is below 6 kg/m 2 . The IWV from the GVRP is retrieved using a neural network algorithm, as described in Reference [44] . Radiosondes are launched at the NSA site twice per day (05:00, 17:00 UTC) and are of the same type used at the AMF2 site. Finally, the GPS data at the NSA are part of the Suomi GPS network [45] and were downloaded from the ARM Archive as part of the Global Earth Coverage data stream. The IWV is provided along with the delay information. The conversion factor π at the NSA is derived at each point using the mean atmospheric temperature from the National Centers for Environmental Prediction (NCEP) Global Forecast System (GFS) model. The data are processed using the Bernese 5.0 software with a cut-off angle of 3 • and are provided with a temporal resolution of 30 min. Pacione et al. [41] evaluated the agreement between the different GPS software packages-Bernese [46] , GAMIT [47] , and GIPSY-OASIS II [39] -in terms of the ZTD standard deviation. They found that the overall agreement is better than 3 mm before 26 March 2000 and 2 mm thereafter. This translates to water vapor agreement of about 0.3-0.5 kg/m 2 .
Results
The IWV derived from the four deployed systems (the GPS, two MWRs, and RS) at the two sites is analyzed in this section. Since each system has its own intrinsic uncertainties, differences between measurements will also depend on different temporal sampling and spatial fields of view. At the AMF2, the GPS is located about 20 km away from the MWRs; the RS are launched at both sites but quickly drift away; and the two radiometers sample in zenith view with different FOVs. This aspect of the comparison, related to the different volumes sampled by the instruments, is examined in detail in Section 3.1. Measurement agreement is analyzed by examining the mean value of the differences (mean difference) and their standard deviation, as shown in Section 3.2. Further information is provided by regression analysis, i.e., by examining the correlation between the measurements throughout the campaigns. A regression analysis can help in the identification of biases or dependencies of the differences in factors such as water vapor amount or temperature. Table 2 summarizes the characteristics of the instruments operated in both sites, as discussed in Section 2. The GPS, with its large field-of-view, samples a broad portion of the sky from horizon to horizon, averaging the water vapor through a large volume. Conversely, the radiometers strictly sample the water vapor above the observation site. The radiometers and the GPS provide measurements of water vapor in the troposphere at temporal resolutions of 10 s and 5 min, respectively, at the AMF2 (30 min for the GPS at the NSA), whereas radiosondes can be subjected to wind gradients that can strongly change the ascension speed of the probe. At the latitude considered in this work, the average tropopause height above which water vapor becomes negligible is about 8 km [48] . During the BAEEC campaign, when the radiosondes reached 8 km in height, they had drifted on average 17.5 km. The GPS and radiometers sample a volume enclosed in a viewing cone with its vertex located at the instruments' location. The radius of the base of the cone at 8 km of height is provided in the first row of Table 2 for each remote sensor. Note that GPS data are processed with a 3 • cut-off angle at both sites. The third row of Table 2 reports the nominal uncertainty of each instrument. To estimate the uncertainty in the RS-integrated water vapor, a random perturbation of 0.5 K was applied to each layer of the temperature profiles, and 5% perturbation was applied to each layer of the humidity profiles. The resulting IWV was computed for the entire AMF2 dataset, and the distribution of the differences between unperturbed and perturbed IWV never exceeded 0.2 kg/m 2 . Figure 2 shows the location of the radiometers (star) and GPS (square) sites and the location of all radiosondes launched during the campaign when they reached 8 km in height. The shaded ellipse represents the area covered by the GPS FOV at the same height. From Figure 2 , it is evident that at AMF2, when the radiosondes reached 8 km in height, they were clustered in an area approximately 20 km away from the launch site; however, there were several radiosondes that drifted farther away, covering an area of~40 km. Although both the radiometers and the majority of the radiosondes were included in the GPS field of view, a large portion of the volume sampled by the GPS was entirely out of the radiosonde coverage area. Differences between the GPS and radiometer/radiosonde water vapor measurements were partially due to the variability of the water vapor in each instrument's FOV and partially due to the fact that the GPS and the radiometers/radiosondes were sampling different air masses. On the other hand, the radiosondes at the NSA, Barrow, site had less spatial variability and were clustered around the center of the GPS field of view. The variability between the measurements was affected by the FOV of the instruments; however, at the AMF2, the effect of the distance between the GPS and the radiometers compounded the intrinsic effect of the FOV.
Instrument Field of View
Analysis of 30-Min GPS Radiometer Data at the Two Sites
The IWV derived at the two sites was averaged over 30 min, and outliers were eliminated using an interquartile threshold. Most of the outliers were caused by residual water contamination on the radiometers after rain or snow. These were identified computing the 25th and 75th percentile, and the points that were 1.5 times outside this interquartile range were eliminated. At the NSA site, the IWV observations amounted to 9195 concurrent and co-located samples between January and December 2014. At the AMF2, there were 3604 concurrent (but not co-located) measurements from February to September 2014.
When examining together the IWV from AMF2 and NSA, comparing all radiometers versus the GPS, an excellent agreement (bias = 0.191 kg/m 2 , SD = 0.756 kg/m 2 , and R 2 = 0.995) was found, as shown in Figure 3a . From that, an overall data consistency could be determined. The offset and slope had values of 0.095 kg/m 2 and 1.009 kg/m 2 , respectively. The distribution of the differences is shown in Figure 3b together with a fit to a normal distribution (red solid line). That latter plot shows that the IWV differences were normally distributed. A more detailed analysis of the two datasets, however, showed subtle differences between the two sites that were due to the different regional features of the water vapor patterns and that may be important when trying to evaluate the regional performance of the instruments. At NSA, extremely dry conditions commonly occur during the winter months, with the IWV often less than 3 mm [22] . In our dataset, the IWV ranged from a minimum value (min) of 0.68 kg/m 2 Table 3 reports the bias, SD, correlation coefficients (R 2 ), and regression parameters of the GPS radiometer comparison for both sites. At the NSA, the agreement between the independent co-located estimates was very good throughout the IWV range, as shown in Figure 3a . The comparison between the GVRP and GPS displayed increased random variability (SD~0.68 kg/m 2 ) with respect to the other comparisons at the same location. However, the bias and offset (0.140 kg/m 2 , 0.026 kg/m 2 ) were the smallest, and the dispersion was uniform throughout the IWV range. The higher frequencies near 183.3 GHz enhanced the sensitivity of the instrument for small amounts of water vapor; however, they also limited its operating range to IWV <~10 kg/m 2 , and therefore, retrievals above this threshold were less accurate and showed higher variability. The comparison between the 2C and GPS showed a bias of 0.408 kg/m 2 and a slope of 1.003 kg/m 2 . The 2C IWV seemed to be slightly higher than the GPS IWV (and the GVRP IWP), but on the other hand, the SD of~0.61 kg/m 2 was slightly better than in the case of the GVRP. Besides the bias difference, the two radiometers (GVRP and 2C) showed overall good agreement with the slope of 1.009, R 2 values of 0.996, and an SD of 0.492 kg/m 2 . The observed random variability of the differences was within the expected random variability of the instruments and in particular of the GPS. The small offsets between the instruments were also in the expected systematic uncertainty of the systems, which was in the order of 0.4-0.5 kg/m 2 (see Table 2 ). At AMF2, the 3C had the best agreement with the GPS, with almost no bias (~-0.016 kg/m 2 ), an SD of~0.837 kg/m 2 , and a slope of 1.028. The intercomparison between the IWV from the 2C and the GPS showed a slight bias and an SD of 0.029 and 1.013 kg/m 2 , respectively. The two radiometers had very low bias (0.013 kg/m 2 ) and the lowest random variability (SD = 0.441 kg/m 2 ) with the best R 2 value (0.999). It was noticeable that the bias at the AMF2 was much smaller than at the NSA. The reason for this behavior can be seen in Figure 3a , where IWV values from all radiometers are compared to the GPS IWV for a total of 25,598 samples. With respect to the GPS, the AMF2 radiometers (orange points) slightly underestimated the IWV below~20 kg/ m 2 and overestimated at higher amounts, compensating for the bias when the entire dataset was considered. This is also visible in Figure 4 , which shows the monthly mean differences (top) and their standard deviations (bottom) at the NSA (brown) and AMF2 (black) sites. The NSA mean differences showed little seasonal dependence, with biases generally less than 0.6 kg/m 2 and an SD of comparable magnitude. The AMF2 mean differences, on the other hand, displayed a seasonal dependence, in particular in the comparison between the GPS and 2C, although a small dependence was also seen between 3C and GPS. A consistent feature of the comparison was the fact that the SD between the GPS and the radiometers (dashed and crossed black bars in the bottom panel) was higher compared to the SD between the radiometers. This was due to the larger FOV of the GPS and, at the AMF2 site, to the distance between the GPS and the other sensors. Moreover, the SD between the GPS and radiometers increased during the summer months. A similar behavior was observed by Haase et al. [49] and was attributed to increased water vapor inhomogeneity during the summer months. A clearer picture could be gained by plotting the mean differences as a function of IWV, as shown in the density plots of Figure 5 . The 2C mean differences with respect to the GPS at the AMF2 appeared to have a dependence on IWV that was not present at the NSA. This led to a slight underestimation of the IWV when the IWV was <15 kg/m 2 and to an overestimation when the IWV >15 kg/m 2 , leading to a higher intercept and lower slope than in the other two systems (GPS and 3C). This behavior was not observed in the NSA 2C (Figure 5b,e ), although the two instruments were similarly calibrated. One possible explanation could be the additional thermal insulation provided to the NSA 2C, which was designed to stabilize the noise diode and mixer for Arctic operations. The AMF2 radiometer is not equipped with the additional insulation. Another possible explanation for this behavior is the difference in the retrieval algorithms used at the two sites. As previously mentioned, the AMF2 retrievals were based on a polynomial fit to the brightness temperature, while the NSA retrieval was based on a fit of the opacity. As already discussed, the enhanced sensitivity of the 89-GHz channel to small IWV amounts makes the 3C more suitable for high latitudes, and the instrument provided the overall best agreement with the GPS data. Unlike the GVRP, the 3C does not suffer from saturation of the brightness temperature and is therefore usable through the entire IWV range. This is visible in Figure 5c ,f, where the 3C and GVRP are compared to the 2C. At the AMF2, besides the temperature dependence due to the 2C, the differences between the two radiometers were well clustered (Figure 5c ). At the NSA, above IWV ~ 10 kg/m 2 , the uncertainty in the GVRP retrievals due to the decreased sensitivity of the radiometer dominated the comparison (Figure 5f ). Overall, the GPS and radiometers showed very good agreement.
Probably the most interesting aspect of the comparison is the different behavior of the random variability of the differences at the two locations, which is visible in Figures 5 and 6 . The top left panel of Figure 6 shows the SD of the mean differences as a function of IWV. At the NSA (brown symbols), only the GPS and 2C mean differences were reported because these instruments operate through the entire IWV range (as opposed to the GVRP, which operates in a much narrower range of IWV). The variability of the GPS with respect to the radiometers at the AMF2 (black circles and squares in the top panel) increased with IWV, whereas at the NSA, it was constant for all IWV bins (brown squares).
The total number of observations at the two locations ( Figure 6c ) showed that at the NSA (brown open squares), the IWV distribution was strongly skewed toward very dry conditions (85% of observations, IWV < 12 kg/m 2 ), while it was much broader at the AMF2, where 50% of observations had an IWV < 12 kg/m 2 , indicating much higher water vapor amounts most of the year. Note that the number of observations in Figure 6c is shown in log scale because of the larger y axis range. Because the radiometers provide liquid water paths in addition to water vapor, it was possible to evaluate how many cases (in each IWV bin) were cloudy in the radiometer FOV. Cloudy conditions were identified as having an average liquid water path (LWP) > 10 g/m 2 . Figure 6b shows that more than 80% of the NSA observations (brown symbols) were classified as cloudy in all IWV bins, except for the first (0-5 kg/m 2 ). Unlike the GVRP, the 3C does not suffer from saturation of the brightness temperature and is therefore usable through the entire IWV range. This is visible in Figure 5c ,f, where the 3C and GVRP are compared to the 2C. At the AMF2, besides the temperature dependence due to the 2C, the differences between the two radiometers were well clustered (Figure 5c ). At the NSA, above IWV~10 kg/m 2 , the uncertainty in the GVRP retrievals due to the decreased sensitivity of the radiometer dominated the comparison (Figure 5f ). Overall, the GPS and radiometers showed very good agreement.
The total number of observations at the two locations ( Figure 6c ) showed that at the NSA (brown open squares), the IWV distribution was strongly skewed toward very dry conditions (85% of observations, IWV < 12 kg/m 2 ), while it was much broader at the AMF2, where 50% of observations had an IWV < 12 kg/m 2 , indicating much higher water vapor amounts most of the year. Note that the number of observations in Figure 6c is shown in log scale because of the larger y axis range. Because the radiometers provide liquid water paths in addition to water vapor, it was possible to evaluate how many cases (in each IWV bin) were cloudy in the radiometer FOV. Cloudy conditions were identified as having an average liquid water path (LWP) > 10 g/m 2 . Figure 6b shows that more than 80% of the NSA observations (brown symbols) were classified as cloudy in all IWV bins, except for the first (0-5 kg/m 2 ). At the AMF2 site, cloudiness was more dependent on the IWV amount, and the number of cloudy observations sharply increased with the IWV (black symbols), indicating higher variability associated with the summer months. The physical distance between the GPS and the radiometers at the AMF2 site most likely played a role in the increased random variability of the differences, and this indicated that, because the GPS averages over a very large FOV, its ability to represent areas away from the GPS location well depends on the specific regional and seasonal variability.
Comparison to Radiosondes
Radiosondes are launched regularly at both sites, twice per day at the NSA and four times per day at the AMF2 site. As mentioned in Section 2.1, the radiosondes are affected by a dry bias. Although the effect is more pronounced at lower latitudes, there are some small residual effects at higher latitudes [50] . The RS data were therefore corrected using the correction proposed by Wang et al. [29] . The differences between the original and corrected IWV were more pronounced at the AMF2 site and are shown in Figure 7 as a function of IWV. About 50% of the corrections were smaller than 0.02 kg/m 2 . The magnitude of the differences at this site depended on the IWV and was comparable to what could be expected at midlatitude sites [50] . Although the correction may be relevant for individual launches, it had an overall small effect on the statistical distribution of the IWV. This was because cases with an IWV >15 g/m 2 and with solar elevation sufficient to induce an appreciable effect were few compared to the total number of cases. This is visible in Figure 8 , where the IWV distributions before (solid gray) and after (red) the correction are shown for May-September 2014 at the AMF2, a time when the bias was largest. At the NSA, because the distribution was even more skewed toward low IWV values and because the sun elevation was lower, the effect of the correction was even smaller. Nonetheless, the radiosonde data in our comparisons were corrected for the dry bias effect.
An average of 30 min was performed on the radiometers and GPS data, starting from the radiosonde launch. Concurrent measurements at the NSA and AMF2 amounted to 414 and 397, respectively, with the relatively small number of radiosondes launched limiting the available number At the AMF2 site, cloudiness was more dependent on the IWV amount, and the number of cloudy observations sharply increased with the IWV (black symbols), indicating higher variability associated with the summer months. The physical distance between the GPS and the radiometers at the AMF2 site most likely played a role in the increased random variability of the differences, and this indicated that, because the GPS averages over a very large FOV, its ability to represent areas away from the GPS location well depends on the specific regional and seasonal variability.
An average of 30 min was performed on the radiometers and GPS data, starting from the radiosonde launch. Concurrent measurements at the NSA and AMF2 amounted to 414 and 397, respectively, with the relatively small number of radiosondes launched limiting the available number of points. The statistical parameters of the comparison between the radiosondes and the other sensors are shown in Table 4 . of points. The statistical parameters of the comparison between the radiosondes and the other sensors are shown in Table 4 . In Figure 9 , the data are displayed in a manner similar to Figure 5 . Overall, the density plots agree well with those of Figure 5 . The AMF2 2C displayed a positive trend with RS IWV, confirming the temperature dependence previously discussed. The NSA GVRP displayed an effect of saturation when IWV >10 kg/m 2 . The AMF2 3C had the best overall agreement with RS, with a bias of about 0.13 kg/m 2 and an SD of about 0.44 kg/m 2 , showing almost no trend with respect to IWV. This confirmed the calibration quality of the instrument and the relevance of the 89.0-GHz channel at a high latitude.
The bias comparison between the GPS and RS at AMF2 (Figure 9a ) also showed a small negative trend with IWV, which was consistent with the small trend in the GPS comparison to the 3C ( Figure  5c ). This trend in the bias with respect to IWV was not noticeable at the NSA.
The GPS displayed the highest random variability. This latter feature is further shown in Figure  6 only for bins with more than 10 samples. At the AMF2 (black circles and squares in Figure 6d ), the standard deviation between the RS and the GPS increased with increasing IWV more markedly than of points. The statistical parameters of the comparison between the radiosondes and the other sensors are shown in Table 4 . In Figure 9 , the data are displayed in a manner similar to Figure 5 . Overall, the density plots agree well with those of Figure 5 . The AMF2 2C displayed a positive trend with RS IWV, confirming the temperature dependence previously discussed. The NSA GVRP displayed an effect of saturation when IWV >10 kg/m 2 . The AMF2 3C had the best overall agreement with RS, with a bias of about 0.13 kg/m 2 and an SD of about 0.44 kg/m 2 , showing almost no trend with respect to IWV. This confirmed the calibration quality of the instrument and the relevance of the 89.0-GHz channel at a high latitude.
The GPS displayed the highest random variability. This latter feature is further shown in Figure  6 only for bins with more than 10 samples. At the AMF2 (black circles and squares in Figure 6d ), the standard deviation between the RS and the GPS increased with increasing IWV more markedly than In Figure 9 , the data are displayed in a manner similar to Figure 5 . Overall, the density plots agree well with those of Figure 5 . The AMF2 2C displayed a positive trend with RS IWV, confirming the temperature dependence previously discussed. The NSA GVRP displayed an effect of saturation when IWV >10 kg/m 2 . The AMF2 3C had the best overall agreement with RS, with a bias of about 0.13 kg/m 2 and an SD of about 0.44 kg/m 2 , showing almost no trend with respect to IWV. This confirmed the calibration quality of the instrument and the relevance of the 89.0-GHz channel at a high latitude.
The bias comparison between the GPS and RS at AMF2 (Figure 9a ) also showed a small negative trend with IWV, which was consistent with the small trend in the GPS comparison to the 3C (Figure 5c ). This trend in the bias with respect to IWV was not noticeable at the NSA.
The GPS displayed the highest random variability. This latter feature is further shown in Figure 6 only for bins with more than 10 samples. At the AMF2 (black circles and squares in Figure 6d ), the standard deviation between the RS and the GPS increased with increasing IWV more markedly than for the other instruments. At the NSA, the standard deviation of the differences did not depend on the IWV. for the other instruments. At the NSA, the standard deviation of the differences did not depend on the IWV. Although less statistically significant because of the smaller sample size, the RS comparison was very consistent with the radiometers and the GPS comparison at both sites. The effect of the larger GPS field of view could be seen at both sites as an increased SD between the GPS and the other sensors throughout the entire IWV range. At the AMF2 site, the larger GPS FOV as well as the distance between the GPS and the other instruments affected the comparison. In particular, the SD between the radiosondes and the radiometers (black circles and squares in Figure 6d ) was between the SDs of the two co-located radiometers (black stars in Figure 6a ) and the SDs of the GPS and the radiometers (black circles and squares in Figure 6a ).
Discussion
Two datasets of concurrent 30-min IWV values from independent instruments (three groundbased radiometers with channels from 23 to 183 GHz, two GPS ground receivers, and Vaisala RS92 Although less statistically significant because of the smaller sample size, the RS comparison was very consistent with the radiometers and the GPS comparison at both sites. The effect of the larger GPS field of view could be seen at both sites as an increased SD between the GPS and the other sensors throughout the entire IWV range. At the AMF2 site, the larger GPS FOV as well as the distance between the GPS and the other instruments affected the comparison. In particular, the SD between the radiosondes and the radiometers (black circles and squares in Figure 6d ) was between the SDs of the two co-located radiometers (black stars in Figure 6a ) and the SDs of the GPS and the radiometers (black circles and squares in Figure 6a ).
Two datasets of concurrent 30-min IWV values from independent instruments (three ground-based radiometers with channels from 23 to 183 GHz, two GPS ground receivers, and Vaisala RS92 radiosondes) at two high-latitude sites (AMF2 in Finland and NSA in Alaska) were examined. The observations were collected in 2014 by several co-located and near-located instruments, and IWV values were inferred from each independent instrument in nonprecipitating atmospheric conditions. Vaisala RS92 radiosonde profiles were corrected for dry bias. The entire dataset composed by all data at both sites showed a high degree of consistency with an SD, bias, and R 2 of about 0.76 kg/m 2 , 0.19 kg/m 2 , and 0.995, respectively, in addition to a slope of 1.009. These general results can attest to the overall good and consistent quality of the data and are representative of high-latitude observations. At the single sites, a regression analysis evidenced the general agreement between the IWV measurements, with low biases ranging from −0.27 to 0.41 kg/m 2 and an SD ranging from about 0.44 to 0.68 kg/m 2 , with a worst case of about 1 kg/m 2 for the AMF2 GPS versus the 2C. With respect to the RS, the SD values ranged from about 0.36 to 0.62 kg/m 2 , with a variability of about 40%, and biases ranged from about −0.18 to 0.21 kg/m 2 .
A deeper analysis of differences and the SD revealed some interesting features of the measurements. The GPS and the 3C at the AMF2 had the best agreement. The 2C at the AMF2, on the other hand, displayed a dependence on water vapor that was attributable to a slight residual temperature effect of the calibration. The enhanced sensitivity of 3C to small IWV amounts provided the overall best agreement with the GPS data and the RS, while the accuracy of the GVRP was limited to very dry conditions.
Most interestingly, the two sites showed different behavior in terms of the random variability and the systematic error, with the AMF2 site displaying an increase in the random variability and a small trend in the average differences between the GPS and other instruments. The trend in the average difference between the GPS and the 3C had a minimum value of −0.3 kg/m 2 in February and a maximum value of 0.28 kg/m 2 in August. The source of the trend was difficult to interpret due to its small magnitude and was likely due to the 20-km distance between the GPS and the AMF2 site. This was consistent with a pressure difference of around 1 mb between the two sites; however, it could also have been attributable to water vapor inhomogeneity.
The increase in the random variability could be attributed to atmospheric variability as well as to the distance between the GPS and the other instruments. The variability of the GPS differences at the AMF2 had a seasonal dependence displaying higher values in summer and lower values in winter. A similar behavior at midlatitudes was observed during times of higher water vapor in Haase et al. [49] , which was attributed to the higher spatial variability of water vapor in summer. The analysis in this study seems to support that interpretation. The increased variability of the AMF2 differences seemed to be associated with conditions of increased water vapor and inhomogeneous cloudiness. Such dependence was not observed at the NSA site, where the instruments were strictly co-located and, although cloudiness is pronounced in summer, conditions in the GPS field of view were probably more homogeneous than in Finland.
The comparison between radiosondes, GPS, and radiometers, although less statistically significant because of the reduced dataset, was consistent with the 30-min dataset, with a positive trend. The standard deviation of the differences increased with increasing water vapor at the AMF2 and displayed no trend at the NSA. At both sites, however, the magnitude of the SD between the RS and radiometers was smaller than the SD between the GPS and radiometers. It was also noticeable that the larger difference between the two sites was in the comparison between the MWR and GPS. At AMF2, the SD assumed values slightly greater than at the NSA. This was probably due to the compounded effect of the 20-km distance between the GPS and the radiometers, which added to the difference in the FOV. The mean variability between the GPS and RS, on the other hand, was similar at both sites despite the 20-km distance between the GPS and the radiosonde launch site at the AMF2. The results suggest that the variability of the GPS measurements was dependent on location and regional climatology, and the effects of inhomogeneity in a GPS FOV may be the dominant component of the random variability of measurements even at high-latitude sites.
Conclusions
Understanding differences in water vapor measurements from different instruments benefits from the presence of multiple, independently calibrated sensors. However, differences in the sensor characteristics alone are not enough to interpret the comparisons. Measurements conducted at different sites with similar instrumentation help to understand features that may be external to the instrument characteristics. In particular, for instruments with large FOVs, such as the GPS, regional climatology plays an important role in the ability of the instrument to represent features at smaller spatial scales. The simultaneous use of co-located and near-located instrumentation can provide useful information when trying to understand the relative contribution of the instrument and of regional climatology to the variability of the measurements.
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